








Φορτώστε το ζελέ στο δίσκο λεύκανσης που έχει 
κατασκευαστεί από τον οδοντίατρό σας. Χρησιμοποιήστε το 
1/3 έως 1/2 της σύριγγας.

Βυρτσίστε τα δντια σας και έπειτα τπθετείστε τν 
νάρθηκα.  Πρσαρµστε τις πλευρές τυ νάρθηκα στα 
δντια.

Απµακρύνετε τις περίσσειες τυ ελέ µε καθαρ 
δάκτυλ ή µε µαλακή δντυρτσα.  επλύνετε δύ 
ρές ωρίς να καταπιείτε.

Καθαρίστε τν νάρθηκα µε µαλακή ύρτσα και κρύ 
νερ απ την ρύση.  Φυλάτε τν νάρθηκα στην 
ειδική θήκη.

EL-Σύστηµα Λεύκανσης ∆ντιώνFlor-Opal  ® 





Legend:
Legende:
Légende:
Legende:

Legenda:
Leyenda:
Legenda:
Teckenförklaring:

Forklaring:
Merkkien selitykset:
Υπόμνημα

Use by date
Verfalldatum
A utiliser avant le
Uiterste gebruiksdatum

Non riutilizzare
Use antes de la fecha de expiración
Utilize por data
Förbrukningsdatum

Anvendes inden
Viimeinen käyttöajankohta
Χρησιμοποίηση έως

See instructions
Siehe Anleitung
Voir le mode d’emploi
Zie gebruiksaanwijzingen

Vedere le istruzioni
Vea las Instrucciones
Ver instruções
Se bruksanvisning

Se vejledningen
Lue käyttöohjeet
Δείτε τις οδηγίες

Batch Code
Liefercode
Code de lot
Partijcode

Codice del lotto
Código del Lote
Código do lote
Batchkod

Batchkode
Eräkoodi
Κωδικός παρτίδας

Keep out of reach of children
Von Kindern fernhalten
A garder hors de la portée des enfants
Buiten het bereik van kinderen houden
Tenere lontano dalla portata dei bambini
Manténgase fuera del alcance de los niños

Mantenha fora do alcance das crianças
Förvaras utom räckåll för barn
Opbevares utilgægeligt for børn
Pidettävä poissa lasten ulottuvilta
Κρατήστε το προϊόν μακριά από παιδιά

Recommended Storage Temperature
Bei ºC lagern
Température de stockage recommandée
Aanbevolen bewaartemperatuur
Temperatura di conservazione suggerita
Temperatura de Almacenamiento Recomendada

Temperatura de armazenamento recomendada
Rekommenderad förvaringstemperatur
Anbefalet opbevaringstemperatur
Suositeltava säilytyslämpötila
Συνιστώμενη θερμοκρασία αποθήκευσης

Not for injection.
Nicht zur Injektion.
Ne pas injecter.
Niet injecteren.

Non per iniezione. 
No debe inyectarse.
Não injectar.
Ej för injektion.

Ikke til injektion.
Ei injektiokäyttöön.
Μη ενέσιµ.

EN Toxic
DE Giftig
FR Toxique
NL Giftig
IT Tossico

ES Tóxico
PT Tóxico
SE Giftigt
DA Toksisk
FI Myrkyllinen
EL Τοξικό

EN For Professional use only.
DE Nur für professionelle 
Anwendungen.
FR Destiné à une utilisation 
professionnelle uniquement.
NL Uitsluitend voor profes-
sioneel gebruik.  
IT Solo per uso professionale. 

ES Sólo para uso profesional.
PT Destina-se apenas à utiliza-
ção profissional.
SE  Endast för yrkesmässigt bruk.  
DA Må kun anvendes af tandlæ-
gepersonale.
FI Vain ammattikäyttöön.
EL Μόνο για επαγγελματική 
χρήση.



For professional use only. 
U.S. federal law restricts the sale of this device by or on the order of a dentist. 

Keep out of reach of children.

For immediate reorder and/or complete descriptions of Ultradent’s product line, 
refer to Ultradent’s catalog or call Toll Free 1-800-552-5512.

Outside U.S. call (801) 572-4200 
or visit www.ultradent.com.

© Copyright 2011 Ultradent Products, Inc.  All Rights Reserved.

Manufatured by Ultradent Products, Inc.
505 West 10200 South, 
South Jordan, Utah  84095, USA   Made in the USA

#10115.4     021011

Ultradent syringes have an expiration date stamped on the side of the syringe consisting of one letter and three numbers.  
The letter is a lot number used for manufacturing purposes and the three numbers are the expiration date. 

The first two numbers are the month, and the third number is the last number of the year.

Hazard Rating

4 = Severe
3 = Serious
2 = Moderate
1 = Slight
0 = Minimal

Health

Flammability

Reactivity

0
11

For product MSDS, please visit our website: 
www.ultradent.com

Flor-Opal


